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Validation of Plantar Pressure Measurements for a Novel In-Shoe Plantar Sensory Replacement Unit Introduction
Wi th more than 194 million people suffering from diabetes worldwide, diabetes is now the fourth leading cause of death, contributing to approximately 18% of deaths over the age of 25. [1] [2] [3] [4] For up to 58% of diabetes patients, the disease is complicated by peripheral neuropathy, 5, 6 a symmetrical, distal sensory neuropathy that leads to a distal-to-proximal loss of sensation in the lower extremities. This lack of protective sensation, often combined with a biomechanical inability to accommodate foot deformities 6, 7 potentially exposes these patients to focal stresses, which may lead to ulceration. 8, 9 The sensory loss of peripheral neuropathy contributes to the development of foot ulcers in nearly 15% of all diabetes patients (a 2% annual incidence), which can progress to systemic infection and amputation. It has been reported that up to 85% of nontraumatic limb amputations are a direct result of neuropathic and ischemic complications, with at least 80% of amputations preceded by a foot ulceration. 2, 6, 8, 9 The morbidity, mortality, and economic costs associated with foot ulcerations in diabetes patients pose significant challenges, highlighting the importance of further research in both prevention and treatment aspects of this disease process. [10] [11] [12] Prevention of diabetic foot ulceration is the most effective controllable parameter for the diabetes patient, and it has been estimated that, with education and preventative management, upwards of 50% of diabetic foot patients may escape amputation. 12 The majority of neuropathic ulcer formation occurs under areas of high, localized plantar pressure (e.g., under the metatarsal heads), and it has been reported that there is a strong inverse relationship between the thickness of pressure-dissipating plantar tissue and dynamic foot pressure measurements. [13] [14] [15] If given an aid that would enable awareness of sole pressure distribution, it is possible that diabetic neuropathic patients would be able to actively alter their foot biomechanics or stop their activity, thereby engaging in a system of self-directed pressure offloading as a result of real-time feedback.
In 2012, the International Scientific Consensus on Medical Plantar Pressure Measurement Devices 16 outlined the need for "continuous research and technology development to design and validate innovative and valuable methods and instruments for PMD testing, both on the bench and in the field." Further, Giacomozzi 17, 18 described two types of such pressure measurement device (PMDs), one of which was a "switch-like" mechanism, whereby monitoring is accomplished via resistive sensors that function as simple on-off contacts that monitor the absence or presence of significant pressure over time. Given the etiological role that even low-level, sustained plantar pressure plays in the development of diabetic neuropathic ulcers, the need for specific investigation into PMDs for this application is underscored.
Pressure redistribution via PMD insole is not a novel idea. Many researchers have focused on how orthotics can be designed to best redistribute pressure and how to determine which orthotic is best for each patient. [19] [20] [21] [22] [23] For example, Zequera and Solomonidis 20 performed a pressure measurement study for a number of orthotics designed for diabetes patients. These authors concluded that every diabetes patient requires an individual assessment and often a personalized insole. Systematic reviews regarding the use of insoles for prevention of ulcers in the neuropathic diabetic foot also supports their use. 22, 23 Thus, while the concept of pressure offloading via custom insole orthotics has been previously studied, it is important to note that these studies involved analysis of foot pressure distribution in a laboratory setting and did not use a tool capable of real-time feedback or technology designed for use outside of the laboratory. Despite the potential benefit, to the authors' knowledge, there are no existing commercially available pressure-monitoring insoles for outpatient use.
Innovative technologies aimed at improving pressure awareness could reduce the incidence of diabetic foot and the associated costs and complications. This study aims to validate a novel pressure-sensing array made by Orpyx Medical Technologies Inc. (Calgary, Canada). This insole is a plantar sensory replacement unit (PSRU) designed to provide real-time feedback regarding foot pressure above a specific threshold and thus guidance to patients with peripheral neuropathy (Figure 1) . We sought to compare the PSRU to a gold standard pressure-sensing device (GS-PSD) and determine the PSRU's ability to detect plantar pressures greater than 32 mm Hg compared with the GS-PSD. Thus, the purpose of this study was to compare the PSRU to the GS-PSD and determine the correlation between concurrent measures of plantar pressure. 
Equipment
The PSRU was the SurroSense Rx TM Insole (Orpyx Medical Technologies Inc., Calgary, Canada; Figure 1 ) and the GS-PSD was the Pedar X ® (Novel, St. Paul, MN) pressure system. The PSRU has an array of eight pressure sensors that were designed to measure pressure 10-75 mm Hg. In contrast, the Pedar X has 99 sensors, each designed to measure pressure 1-112 mm Hg. It has been reported 24 that the minimum pressure to cause pressure ulcers is 32 mm Hg, and the PSRU pressure threshold was a priori designed to detect and provide real-time feedback for any plantar pressure measure greater than 32 mm Hg. Specifically, the PSRU measures pressure over time and alerts the wearer when the specified pressure threshold is exceeded. Each insole contains eight, flexible, resistive pressure sensors located at critical, discrete points along the plantar surface of the foot [the heel (1), the lateral foot (2), the first metatarsal head (1), the lateral metatarsal heads (2), the great toe (1), and the lateral toes (1)]. 6, 13, 15 Pressure measurements from these key locations are continuously recorded at a rate of 4 Hz, and these values are analyzed and catalogued by the device as being either "above" or "below" the aforementioned capillary pressure threshold. The insole takes the information over the past 15 min and calculates whether each area on the foot has seen "high," "medium," or "low" integrated pressure over that 15 min period. Pressure stratifications are based on the percentage of measurements taken over 15 min that exceed capillary pressure ("high" pressure corresponds to >95%, "medium" pressure corresponds to 50-89%, and "low" pressure corresponds to <50%). The PSRU device collects and relays integrated time-pressure data from the sole of the foot, via wireless protocol, and the collected data is sent to a display device (mobile app or wristwatch) to provide alerts when "high" pressure has been reached, as well as offloading guidance to the wearer. For the purpose of this study though, data were recorded and analyzed over a shorter period of time and according to the data collection procedures.
Procedures
For this study, the pressure-sensing elements for the PSRU were incorporated into custom foot orthoses for each of the participating subjects. For each subject, the orthoses were casted, designed, and fabricated by a single certified pedorthist. Casting was completed with the participant in a prone, non-weight-bearing position with plaster bandage using the subtalar neutral method. All orthoses were fabricated with the same combination of materials: the shell was 50-durometer ethyl vinyl acetate and the cover was a combination of 3 mm, 15-durometer P-Cell TM and 3 mm Poron ® . The electronic sensor array was incorporated between the ethyl vinyl acetate and the top cover. All orthoses were posted with neutral heel and forefoot angles and no offloading with metatarsal pads or cutouts were used.
Each participant walked along a 10 m walkway at a self-selected speed in standard laboratory shoes (Nike Air Pegasus, Nike Inc.), with the molded PSRU placed inside the shoe and the flat GS-PSD secured over-top of the PSRU using tape. Pilot testing allowed us to determine how the eight PSRU sensors corresponded to the 99 sensors of the Pedar X for each foot size. Specifically, both the PSRU and GS-PSD were placed over-top of each other, and a rigid object that was the same diameter as the PSRU sensors was placed directly over each of the PSRU sensors while measures were simultaneously recorded from both devices, which resulted in a corresponding array of 5-6 sensors from the GS-PSD. The average pressure from the corresponding GS-PSD sensor clusters was used for comparison to the PSRU. Data from the PSRU (4 Hz) and a GS-PSD (100 Hz) were collected simultaneously from the left foot, and the middle five consecutive footfalls were chosen for analysis.
Variables of Interest
The primary variable of interest was the number of data points recorded that were greater than the 32 mm Hg threshold for each of the eight PSRU sensors and corresponding average recordings from the GS-PSD sensor clusters. For the GS-PSD, the data were based on the average recording from the cluster of sensors then down sampled from 100 to 4 Hz. SPSS (version 20.0, SPSS Inc., Chicago, IL) was used to calculate the ICC (2,1) values between the two devices. We a priori defined an ICC r-value less than 60% as poor, 61-80% as good, 81-99% as very good, and 100% as perfect. Results Table 2 summarizes the average number of data points measured above 32 mm Hg and r-values for the PSRU sensors and corresponding GS-PSD cluster locations. Sensors 1 and 8 correlated well (r = 0.86 and 0.84, respectively) and were considered very good as compared with the GS-PSD (Figures 2 and 3) . Sensors 2, 3, 5, and 6 also correlated well (r-value range 0.67-0.73) and were considered good as compared with the GS-PSD. Sensors 4 and 7 did not correlate well (r = 0.41 and 0.38) and were considered poor as compared with the GS-PSD (Figures 2 and 3) . 
Discussion
This study aims to examine the validity of a novel PSRU in a group of healthy volunteer participants. The novelty of this device is the anticipated potential for prevention, treatment, and real-time monitoring of plantar pressures for neuropathy-and pressure-related diabetic foot disease (e.g., the propensity for tissue ulceration, infection, amputation, and balance and gait disturbance). We know of no other commercially available device capable of these aspects. Moreover, the PSRU has the ability to track compliance of prescribed orthotic insole therapy, contribute to significant long-term health care savings, and ultimately improve patient quality of life. The results of the present study suggest that the PSRU correlates well with GS-PSD technology.
Overall, the PSRU's ability to accurately measure plantar pressure greater than 32 mm Hg correlated well with the gold standard device. It would also appear that the ability of the PSRU to detect pressure is related to the location, line of travel, and velocity of movement in the center of pressure (CoP) during a gait cycle. 26 The sensors located near the hindfoot (sensor 1) and first metatarsal head (sensor 8) exhibited very good correlations and would correspond to the heel strike and toe-off events from a gait biomechanics perspective. We would expect the CoP to begin at or near sensor 1, reach peak pressure at approximately 13% of stance (approximately 100 ms), and track anteriorly along the middle of the midfoot toward the first metatarsal head (sensor 8) over only the next 27% of stance duration (approximately 200 ms). Considering the 4 Hz data collection frequency of the PSRU, sensors 2, 3, and 4 exhibit only poor-to-good correlation primarily as a function of how quickly the CoP travels from the hindfoot to the medial aspect of the forefoot. Sensors 5, 6, and 8 exhibit good-to-very-good correlation considering that the CoP remains in this region for approximately 80-85% of stance whereas sensors 4 and 7 had poor correlation since the CoP only remains in these regions of the foot for 50% of stance. 26 The GS-PSD was collecting information at 100 Hz, which would be more sensitive and would thus have a much higher likelihood of recording these values, as opposed to potentially missing them with the 4 Hz PSRU. However, the PSRU is designed to collect data over long (>10 h) periods of time so missing data points, as a result of the relatively low collection frequency, would be collected over multiple footfalls. Thus, we attribute the poor-to-good correlation values for some of the PSRU sensors to the fast-moving trajectory of the CoP and the fact that data are being collected at 4 Hz over five footfalls, as compared with the GS-PSD.
Limitations of this study are acknowledged. First, we located clusters of GS-PSD sensors that corresponded to the location of single PSRU sensors, so it is possible that either the cluster could be too large or too small as compared with the PSRU sensor. However, we underwent a systematic process to determine the location of the GS-PSD sensor clusters prior to data collection and afterward to ensure accuracy of the data. Regardless, future studies incorporating kinematic and kinetic data and comparing the location of the CoP to the PSRU sensors would be beneficial. Second, we analyzed a total of five walking trials based on previous studies, 27, 28 reporting three trials are sufficient to gain a representative sample of walking gait. Also, the GS-PSD has been designed to clinically measure plantar pressures for research purposes. The higher sensor resolution of the GS-PSD exceeds the requirements for a mobile, longitudinal, outpatient plantar pressure monitoring. Beyond this, the GS-PSD is not functionally designed for consumer use and would be a prohibitively costly solution. In contrast, and considering that the PSRU is designed for use outside the laboratory setting, validation and reliability studies over longer periods of time, similar to those of Hurkmans and coauthors 29 are necessary. Third, differences in resolution and frequency of data collection may have affected results of the comparison between the two devices. Future validation studies involving GS-PSD that are more similar in sensor resolution and technological functionality, similar to the comparative study of different pressure-sensing devices conducted by Giacomozzi, 18 are necessary. Finally, the PSRU is designed to measure downward pressure, otherwise known as the normal force, between the foot and shoe. However, it is well documented that shear stress also plays a significant role in the etiology of diabetic foot ulcers. 30, 31 Thus, while the PSRU correlates well to the gold standard with respect to downward pressure, caution must be taken when considering the pathomechanics of foot ulcer formation.
We acknowledge that other measures (i.e., shape and amplitude of the time curve of the instantaneous maximum pressure) have been reported to provide valuable information for understanding the pathomechanics leading to the development and progression of diabetic foot ulcers. 32 Future studies and commercialized products that incorporate these data are needed to optimize patient care and might be an effective method for detecting diabetes patients who are at high risk of foot ulceration development.
The PSRU represents a novel method to monitor foot health proactively in an effort to reduce and prevent diabetic foot complications. Ulcers result from excessive pressure on focal areas of the foot; subsequently, pressure offloading is commonly used to treat pressure ulcers. Reduction or redistribution of pressure minimizes further complications in the ulcerated foot, including delayed healing, further progression of existing ulcers, or the development of additional ulceration. Additionally, this concept of pressure redistribution can be used as a preventative measure in order to minimize excessive load over time.
Conclusions
We compared a novel in-shoe pressure-sensing device to a gold standard device to determine the correlation between concurrent measures of plantar pressure. Overall, we found good-to-very good correlations compared with the gold
